Microcannula breakage in 25-gauge transconjunctival sutureless vitrectomy.
To report the first case of intraoperative breakage of a microcannula during 25-gauge transconjunctival sutureless vitrectomy. Case report. Surgeons should be aware of the potential complications of broken microcannulae during 25-gauge transconjunctival sutureless vitrectomy and react promptly to prevent further complications.